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Application
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Basic principles

Steps
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Preparation

•

•

Steps for manual cleaning
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The product adopts manual cleaning and it has been verified. Please do not modify the

cleaning method without authorization, such as using
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•

•

Steps for sterilization
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years service life and tips have 5 years service life from start with production, if it exceeds

reprocessing cycles or service life, it should be not used any more. The materials used in

their manufacture were selected accordingly. However with every renewed preparation for

use, thermal and chemical stresses will result in ageing of the products.The use of

ultrasound baths and strong cleaning and disinfection fluids (alkaling pH > 9 or acid pH < 5)

can reduce the life span of products. The manufacturer accepts no liability in such cases.

The products may not be exposed to temperatures above 138℃.
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